A congenital or iatrogenic tissue defect often requires closure by open surgery or metallic components that can erode tissue. Biodegradable, hydrophobic light-activated adhesives represent an attractive alternative to sutures, but lack a specifically designed minimally invasive delivery tool, which limits their clinical translation. We developed a multifunctional, catheter-based technology with no implantable rigid components that functions by unfolding an adhesive-loaded elastic patch and deploying a double-balloon design to stabilize and apply pressure to the patch against the tissue defect site. The device uses a fiber-optic system and reflective metallic coating to uniformly disperse ultraviolet light for adhesive activation. Using this device, we demonstrate closure on the distal side of a defect in porcine abdominal wall, stomach, and heart tissue ex vivo. The catheter was further evaluated as a potential tool for tissue closure in vivo in rat heart and abdomen and as a perventricular tool for closure of a challenging cardiac septal defect in a large animal (porcine) model. Patches attached to the heart and abdominal wall with the device showed similar inflammatory response as sutures, with 100% small animal survival, indicating safety. In the large animal model, a ventricular septal defect in a beating heart was reduced to <1.6 mm. This new therapeutic platform has utility in a range of clinical scenarios that warrant minimally invasive and atraumatic repair of hard-to-reach defects.
INTRODUCTION
Congenital, acquired, or iatrogenic defects in visceral organs warrant rapid and effective closure. Internal heart, abdominal, and intestinal defects are challenging to repair. Open surgery has been the standard approach, but minimally invasive (endoscopic and catheter-based) diagnosis and therapy offer a potentially safer alternative with less surgical time and faster recovery periods. Intracardiac septal defects are the most common congenital defects in the young (1) . The gold standard treatment is suture-based surgical closure, requiring cardiopulmonary bypass, which can increase the risk of pump-related complications (for example, brain injury from inadequate cerebral perfusion) (2, 3) . Multiple transcatheter metallic occluder devices exist (4, 5) but have inherent limitations of cardiac erosion, conduction system block, and thrombus formation owing to their bulky and permanent nature (6) (7) (8) .
For abdominal hernias, wall reinforcement can be achieved surgically or laparoscopically by attaching a mesh patch to the wall using tacks or sutures (9) (10) (11) (12) . These structures can lead to further complications or hernia recurrence (13) . Innovation in mesh fixation and a laparoscopic device that uses an elastomeric adhesive would be desirable and could be rapidly translated to the clinic. Another clinical example of a tissue defect is a peptic ulcer, which can perforate and result in a hole in the bowel wall if not treated properly and promptly. The hole can be medically managed or treated surgically or laparoscopically (14) (15) (16) . Initial results from a natural orifice transluminal endoscopic surgery (NOTES) device are promising for quick recovery times, but these approaches leave permanent clips in the body (17) . A similar approach to NOTES that does not leave permanent materials behind, but rather a scaffold that facilitates native tissue healing, could be advantageous for clinical translation.
Lang et al. recently demonstrated the feasibility to adhere an elastic biodegradable patch and hydrophobic, light-activated adhesive (HLAA) to an intact septum for quick and effective, atraumatic defect closure in heart tissue and vessels. They showed successful attachment and similar cardiac output compared to a suture-based patch attachment at 3 months in a small animal model (18) . Such a biodegradable occluder could act as a temporary scaffold to facilitate the ingrowth of fibrous connective tissue and endothelialization, whereas the patch and glue are gradually absorbed and replaced by native tissue. Advancing the clinical translation of this approach requires the engineering of minimally invasive tools to deliver the adhesives with optional accompanying materials for closure reinforcement.
Here, we describe a defect closure device that can affix an elastomeric patch on a blind site with a minimally invasive delivery approach using a photocurable adhesive. Our catheter device enables delivery of a patch coated with a photocurable adhesive, unfolds the patch, reflects and spreads ultraviolet (UV) light from an internal optical fiber, and applies pressure from each side of the wall to stabilize and activate the adhesive on the distal side of the defect. We demonstrate proof of concept in three representative examples of the closure of the described congenital or acquired defects: intracardiac defects, abdominal wall hernias, and perforated peptic ulcers. This list is by no means exhaustive and can potentially be extended to defect closure of any hollow visceral organ defects (for example, perforations in the bowel, bladder, and esophagus).
RESULTS
A transcatheter light-reflecting technology that delivers and activates a photocurable adhesive The concept and envisioned clinical applications for the catheter-based closure device are depicted in Fig. 1A , for application in intracardiac defect closure, abdominal hernia repair, and peptic ulcer closure. In brief, the concept of the catheter-based device is that UV light is delivered via an internal fiber optic to a reflective balloon where it is reflected onto a patch precoated with photocurable adhesive (Fig. 1B) to affix the patch to the tissue, before removal of the device. The functional components of the device included a reflective distal balloon fixed on an inner shaft and a proximal stabilizing balloon on an intermediate shaft (Fig. 1C) . All components could be loaded into an outer shaft. A UV fiber optic (connected to a UV source at one end and designed for light dispersion at the other) was housed in the inner shaft and could be advanced into the inner lumen until the tip was located in the distal balloon. The reflective distal balloon has an outer layer that allowed temporary suture-based attachment of a patch/adhesive system (Fig. 1C) , ensuring that the patch unfolds with the balloon and can be released from the system in situ.
All components could be deflated and loaded into the outer catheter shaft for delivery (Fig. 1D) . The procedural steps are as follows [and depicted in Fig. 1 , E (side view) and F (view from distal side), and movie S1]: (i) the catheter is delivered through the defect, (ii) the patch is released by pulling back the open suture loop connecting the patch to an outer membrane on the reflective balloon, (iii) balloons are deployed (distal balloon first, then proximal), (iv) UV light is turned on to activate the photocurable adhesive Catheter shaft with functional components loaded and ready for delivery. (E and F) Procedural steps from side (E) and front (F) views on a tissue sample: delivery into cavity, patch release, balloon inflation, adhesive activation, and removal of the device after deploying the adherent patch. DB, distal balloon; PB, proximal balloon; P, patch. coated on the proximal side of the patch, and (v) both balloons are fully deflated and removed from the body. In the last step, the distal reflective balloon is retrieved through a four-leaflet valve in the patch, leaving the patch adhered to the tissue. Each shaft can be connected to an ergonomic handle, which allows coupling and uncoupling of shafts, and enables volumecontrolled inflation and deflation of the balloons with a syringe (figs. S1 to S5).
Development and optimization of a light-reflective, flexible medical balloon A metallic coating process for existing urethane medical balloons was developed to reflect light from an internal fiber optic to activate a photocurable adhesive. To select the optimal reflective coating, a reflectance test was performed on urethane samples coated with various metallic coatings deposited on urethane specimens on silicon wafers, which were then transferred to glass slides and mounted in a test setup ( Fig. 2A) to allow comparison of reflectance between samples. A mirror with >99% reflectivity was used as a positive control. Plasma pretreatment, which enhances the adherence of metallic coating to urethane substrate, improved the reflectivity of both aluminum and palladium ( Fig. 2B and table  S1 ). To select an outer protective coating to prevent aluminum/blood contact, urethane, gold, and parylene were coated on aluminum samples and the reflectivity test was repeated. All outer coatings resulted in similar reflectivity ( Fig. 2C and table S2 ).
Aluminum particles were deposited on the balloons when a direct current was applied under vacuum (4 mtorr) (Fig. 2D) . Urethane balloons were masked on their flat face and taped onto a rotating mount in a sputter chamber (Fig. 2E) . Figure 2F shows resulting balloons with a coating of 100 nm of aluminum. The final multistep coating process is shown in Fig. 2G . A urethane balloon was pretreated with plasma and coated with 100 nm of aluminum, and a second outer urethane balloon was applied to act as a barrier between the coating and the external environment and to participate in the patch deployment/release mechanism. The coating thickness varied slightly, but predictably, with distance from aluminum source ( fig. S6 ). The adhesion of the coating was improved with parylene pretreatment ( fig. S7 ). Optimization of a low-profile fiber optic cable for light dispersion To disperse the reflected light onto a relatively large area, the internal fiber optic cable delivering the light was sculpted. By shaping the tip of the internal fiber optic and moving it relative to the reflective chamber (varying the insertion distance), reflected light rays are spread over a larger area compared to a flat tip. Light ray trace simulations were used to examine the effect of the fiber tip angle (straight and 20°conical tip) and the fiber depth (0, 10, and 18.5 mm from the flat face of the balloon) for a given inflated balloon geometry (Fig. 3, A and B, figs. S8 and S9, and movie S2). The resulting light irradiance maps demonstrate that a sculpted conical fiber results in more spreading of the light on the adhesive/patch system compared to a flat fiber tip (Fig. 3B ). The favorable spreading of light is emphasized in Fig. 3C and table S3, where light reflectance at each fiber insertion depth was compared. The flat tip had more variability in efficiency because it is sensitive to fiber position within the inner shaft, whereas the conical tip had greater efficiency and lower sensitivity to position in the shaft ( fig. S9 ).
The final design of the fiber optic was a sculpted conical shape (Fig. 3D) , which enabled spreading of light over the entire surface of the 20-mm-diameter circular patch by simply moving the fiber along the inner shaft inside the reflective distal balloon. The motion of the fiber acted to "paint" a uniform irradiance on the patch. Depending on balloon geometry and clinical application, the fiber optic tip can be sculpted in a case-specific manner using such simulations.
Preclinical applications in vivo and ex vivo
In vivo adhesion force was tested by activating a hydrophobic light-activated adhesive precoated on a poly(glycerol sebacate urethane) (PGSU) patch on the surface of the subcutaneous tissue of a rodent (Sprague-Dawley rats, 200 to 250 g) model using a miniaturized catheter. Patches attached with the device demonstrated similar adhesion to suture-based PGSU patches, with both groups increasing in strength over the course of 2 weeks ( Fig. 4A and table S4), likely due to capsule formation around the patch in vivo. Adhesion to explanted sections of pig heart, abdominal wall, and stomach was tested by using the light-reflecting device to attach a PGSU patch to a tissue sample with a preload of 3 N. Adhesion forces ranged from 0.598 to 2.541 N (Fig. 4B and table S5) .
Additionally, a patch was attached to whole excised porcine hearts and to the septum of a heart pressurized to physiologically relevant levels (20 and 120 mmHg in the right and left ventricles, respectively) under echocardiographic guidance (Fig. 4C) , with a setup described previously (19) . An abdominal wall reinforcement procedure was performed in a euthanized porcine model carcass to evaluate the spatial interaction between the device and abdominal organs (Fig. 4D) , demonstrating that there was adequate space in the abdomen for device use. Feasibility of the procedure and patch attachment to the innermost layer of the abdominal wall were successfully demonstrated. The PGSU patch is designed to degrade over time (20) but, for this application, could be exchanged for a synthetic, nondegrading hernia mesh. The catheter was further evaluated as a potential endoscopic tool for tissue closure during NOTES treatment of lesions of the gastrointestinal tract (Fig. 4E) . The procedure was performed on a porcine stomach, both in a whole deceased animal and on the lab bench. The catheter was inserted through the esophagus and directed toward a defect artificially created on the anterior free wall of the stomach. The patch was firmly attached on the external surface of the stomach. Additional adhesive was applied with a syringe to seal it and cured directly with the fiber optic; ultimately, this could be achieved with application of a second outer patch with a modification of the device (forward-transmitting light device, fig. S10 ). The stomach was filled to capacity (>1 liter) to test patch adhesion to tissue under supraphysiological hyperdistension, and no leaks were observed in either stomach (Fig. 4E) .
Finally, with the same miniaturized device (Fig. 5A ), a PGSU patch (200 mm thick, 4 mm in diameter) was implanted in the abdomen and on the heart of a rodent model, and both were found to have a moderate fibrotic/inflammatory response to sutures over the course of 2 weeks (Fig. 5, B to  D) . The patch was also tested under cyclical and shear loading conditions after adhesion to porcine epicardial tissue with the device (Fig. 5, E and F) . A cyclical compressive load was applied. The patch/adhesive system did not change its compressive modulus for a minimum of 100 cycles. In parallel shear testing, the force to separate the patch from the tissue was~100 Pa and has been shown to be adequate to keep the patch fixed on a vascular defect subjected to flowing blood in vivo (18) .
Refinement of device parameters for intracardiac applications
Previous work demonstrated that the HLAA/PGSU system has sufficient adhesive strength to keep the patch attached to the epicardium, septum, or a vascular defect in vivo (about 0.5 to 2.5 N/cm 2 , depending on test conditions) and presented encouraging initial results for intracardiac applications (18) . Here, we demonstrate similar pull-off forces on isolated porcine endocardial tissue when the patches are applied with our device (0.7 to 4.8 N/cm 2 ) ( Fig. 6A and table S6 ).
The effects of two factors-patch-todefect diameter ratio and pressure gradient on burst pressure-were then evaluated in an in vitro setup. A 5-mm defect was created on a piece of porcine heart tissue, closed with a PGSU/HLAA patch with direct UV light application, and then fixed on a chamber providing pressure control and measurement capabilities (Fig. 6B) . Two cases Fig. 5 . In vivo inflammatory response in a rodent model and shear and cyclical testing. (A) Applying the patch to the rat heart using the miniaturized device. (B and C) Degree of fibrosis/inflammation in rat heart and abdomen (abd) samples in response to patches applied by the device or with sutures, as determined by a blinded pathology expert. Data are means and ranges (n = 2 per group at each time point). (D) Representative histology images 1 day after surgery for heart and abdomen, as well as 1 week after surgery for abdomen and 2 weeks after surgery for the heart. PGSU patch denoted by "P" or arrow; C, capsule. Black scale bar, 1 mm; white scale bar, 125 mm. In one case, the patch came off during processing. (E) Shear test setup is shown on the left. Data are in a scatterplot with median and interquartile ranges (n = 5 tissue samples with adhered patches). (F) Test setup and results for cyclical testing of patch/ adhesive with tissue (100 compressive cycles).
were investigated; in case 1, the pressure was higher in the chamber, simulating the patch attached to the right ventricle (RV) septal wall (lower-pressure ventricle); in case 2, the pressure was higher outside the chamber, simulating patch attachment to the left ventricle (LV) septal wall (higher-pressure ventricle). Three different patch-to-defect diameter ratios were investigated (2.3, 1.75, and 1.4) to represent a range of patch sizes. The highest burst pressures were achieved on the simulated LV wall (case 2) with the largest patch ( Fig. 6B and table S7 ).
The device was flexible enough to be used with a transatrial or transvascular approach (fig. S11 ). The typical pullback force applied to the device by a surgeon was measured to be about 2.5 N using a mechanical tensile tester. The pull-off strength of the patch after application with the device was evaluated using different preload values (1, 3, and 5 N) with the same level and time of light activation to adhere a patch to ex vivo porcine tissue ( fig. S12 ). Pull-off forces demonstrated relative insensitivity of adhesion force to preload in this range (Fig. 6C and table S8 ).
Patch-mediated reduction of ventricular septal defect in vivo
Device functionality (delivery, patch deployment, patch stabilization, patch release, light activation, patch adhesion, and device removal) was demonstrated with a perventricular approach in vivo in a porcine heart. A ventricular septal defect (VSD) was created by guiding the balloon catheter device through the septum into the LV (Fig. 7, A and B) , and the procedure was performed in a beating heart with echocardiographic monitoring (Fig. 7, C to G) . No intraoperative complications, such as excessive bleeding or arrhythmia, were observed in any of the three animals. The PGSU patch was successfully attached to the septum, as confirmed by echocardiography (Fig. 7, F and G, and movies S3 to S6) and postmortem gross organ evaluation (Fig. 7H) . Pull-off testing was not carried out for in vivo tissue samples because ultrasound echo imaging provided functional data that demonstrated that the patch was sufficiently adhered to the septal wall.
In one case, the VSD was created in a two-step procedure (catheter guidance through the removal, then reentry into the defect with another device). In this case, a reduction of flow diameter through the defect was observed from a VSD diameter of 5.5 mm (Fig. 7E ) to 1.4 mm (Fig. 7F and movie S3). Reduction in defect to a size of ≤1.6 mm with open heart surgery is considered adequate for humans because residual defects less than 2 mm are reported to spontaneously close within 1 year (21).
DISCUSSION
We have developed a light-reflecting technology for adhesive patch-mediated defect closure in challenging biological tissues. Our catheter-based device can achieve patch-to-tissue adhesion by transmitting, reflecting, and spreading UV light, with no mechanical anchoring and without leaving any permanent foreign materials in the body. The device was designed to allow minimally invasive access to the defect site with subsequent patch deployment, even in hard-to-access tissues and organs, such as the septum of the heart. The presence of a stabilizing balloon ensured adequate compression forces to achieve adhesive activation. For interfacing with the clinic, the entire procedure can be visualized and monitored with two-and three-dimensional ultrasound or endoscopic guidance. Although devices for closure of body defect openings have been previously proposed (22) (23) (24) (25) , most are mainly metallic and rely on mechanical or suture-based attachment, which can erode tissue over time (7) . With our catheter-based device, an elastic biodegradable adhesive can provide adequate tissue fixation that is amenable to healing and growing tissues, for instance, in the pediatric population. 6 . Characterization of the device for cardiac-specific applications. (A) Schematic showing endocardial and epicardial surface of the rat heart tissue and apparatus used for pull-off force testing with a mechanical tester and results of pull-off force testing on endocardium and epicardium. Data are a box-and-whiskers plot with median, quartiles, and max and min values. P value was determined using a two-tailed Mann-Whitney test (n = 17 tissue/patch samples). (B) Test setup for burst pressure testing showing pressurized chamber (at pressure P1) and external pressure P2. Patch/hole ratio is the ratio between patch and defect diameter. Data are represented by a scatterplot with median and 25 and 75% quartiles (n = 3 to 6 tissue samples). (C) Test setup for varying preload. Data are represented by a scatterplot with median and interquartile range (n = 3 tissue samples). P value was determined by a Kruskal-Wallis test with Dunn's multiple comparison post hoc test.
The device remains in the body for less than 5 min, and no long-term adverse device-related complications were seen in preliminary in vivo testing in rodents (100% survival rate).
We envision that one of the great advantages of our device will be for closing intracardiac defects. A device that delivers and secures a biodegradable elastic patch to the ventricular septal wall is desirable because atraumatic fixation to the septum does not rely on mechanical anchorage of the occluder. Attachment to the septal wall on the left ventricular side is favorable in terms of pressure gradients. Once secured, an elastic patch/ adhesive system prevents tissue erosion and electrical conduction damage. Although biodegradable septal occluders have been developed (26, 27) , they too rely on mechanical anchorage, which may eventually erode tissue or cause perforation (7, 28) . A biodegradable patch system to close intracardiac defects has been tested in patients (29) . Early prototypes relied on endothelialization while a balloon was inflated, resulting in up to 48-hour wait times. More recently, an immediate patch release device has been described with a biodegradable balloon without adhesive (30) , but, though promising, challenges were observed in achieving sufficient adhesion so as to avoid dislodgment (31) . Encouraging results were reported when the device was used in conjunction with a pH-activated surgical polyethylene glycol adhesive but required a 45-min adhesive activation time and angiography (32) . In contrast, we have demonstrated a maximum wait time of 2 min for adhesive activation without the need for angiography, using noninvasive echocardiographic guidance.
For abdominal hernia repair, the weakened area in the muscle wall can be repaired surgically; however, surgery is limited to small hernias with healthy surrounding tissues. Alternatively, synthetic mesh patches are attached over the weakened area (hernioplasty) (11) . Laparoscopic hernioplasty involves mesh patch placement from inside the abdominal wall and attaching the mesh with hernia tacks (13) . This leads to smaller incisions and faster recovery time (10) , but tack placement is still associated with infection and hernia reoccurrence (9, 12) . The use of our device for hernia repair with a patch and biodegradable adhesive can exploit advantages of laparoscopy without the limitations of tacks, as demonstrated here in a porcine model.
Ulcer perforations can have up to a 30% 1-year mortality rate, with interventionrelated adverse events being a main contributor to this (17) . Surgical options include pyloroplasty and gastrojejunal/gastroduodenal resection and reconstruction (16) . The role of endoscopic procedures for treatment of perforated peptic ulcer in elective and emergency situations is controversial, largely because of the lack of device that seals the ulcer (14, 15, 33) . A NOTES procedure to close ulcers is desirable because it does not require general anesthesia (17) , but the lack of a reliable gastric closure method remains a significant barrier to the widespread adoption of such procedures (34) . Our initial demonstration of the closure of a hole in the pig stomach highlights the potential for such an approach to address this; in particular, the use of a double-patch system (which is possible with our device) may be beneficial to achieving secure closure.
Although this study demonstrates proof of concept using a catheter and innovative biomaterials to securely repair atraumatic tissue defects, we have identified some limitations that will need to be addressed before translation. First, for the in vivo porcine model experiments, the catheter was inserted through an artificially created defect in the right ventricular wall, but for future clinical applications, an endovascular or transatrial approach would be more likely. Although this is possible with the existing forward-transmitting light device as previously described, this could also be achieved with an even more flexible version of the current device in combination with a guide wire to help navigate the device to the target site. Second, the catheter-based device is removed through the patch, leaving a minimal residual hole. This small hole may be acceptable for a variety of clinical applications (for example, septal defects) but may not be suitable for others (gastrointestinal defects). Conversely, our forward-transmitting light device does not leave any residual hole.
Having demonstrated the feasibility of this approach for enabling atraumatic repair of tissue defects in a minimally invasive manner, future advances can focus on optimization for use in a clinical setting. Sufficient light transmission could be achieved with a more flexible mechanism through the use of multiple fiber bundles, sculpted to have a conical shape tip. Incorporation of a guide wire lumen would enable tracking of the device along a preplaced wire. The residual hole in the patch could be sealed by a catheter that could apply and cure additional adhesive after retraction through the patch, or a second catheter could apply a patch on the opposite side of the tissue. Additional work exploiting patch elasticity and valve design would be required to achieve central defect sealing, as demonstrated, for example, in the Permaseal apical closure device (Micro Interventional Device Inc.).
The device presented here has numerous potential applications, and although the experiments here were conducted with PGSU and HLAA, any optically transparent patch material (for example, pericardium, dacron, and polyurethane) could be used. The device is scalable, and the size or geometry of the balloon or patch can be specified according to the patient's needs (for example, from preprocedural imaging). Further applications include closure of other cardiac defects, such as atrial septal defect, patent foramen ovale, and iatrogenic defects created by transcatheter procedures including transapical and transseptal valve replacements. Besides perforated peptic ulcers, additional gastrointestinal applications could include duodenal/esophageal ulcer perforations and bowel perforations. Without adhesive, the device could be used for photodynamic therapy, which is approved by the U.S. Food and Drug Administration for endobronchial and esophageal cancers and is being investigated for ovarian (35) and breast cancers as well as tumors of the retina (36), or to reflect light for cross-linking of vascular tissue, treatment of varicosity, or delivery of low-power laser for encouraging stem cell-based regeneration (37) .
In conclusion, we present a catheter-based device that can occlude body defect openings through deployment of adhesive biodegradable elastic materials. The device can reduce the invasiveness of surgical procedures, reduce operative times, and consequently improve the outcome of these procedures without adverse effects. The catheter-based system has promise to accelerate clinical translation for procedures using photocurable adhesives, elastic and soft materials, and entirely biodegradable closure systems that may be especially important for atraumatic closure of delicate and friable tissue.
MATERIALS AND METHODS

Study design
The study was designed to prove the concept of a new technology to deliver, transmit, and spread UV light to HLAA for minimally invasive defect closure in visceral organs. Testing was unblinded (except for in vivo histology, which was blinded) but randomized. For reflectivity testing, a 99% reflective mirror was used as a positive control with a sample size of four. Light simulations were run for three conditions with two fiber designs. A sample size of three was used for burst pressure testing and adhesive force testing on tissue (heart, stomach, and abdominal wall tissue specimens), and a sample size of 17 was used for endocardial versus epicardial adhesion testing. The in vivo pull-off testing had a sample size of five. Sample sizes for ex vivo proof-of-concept testing were one to three. Finally, proof of concept of device functionality in vivo was demonstrated in a large animal model of cardiac septal defect and repeated for three successful experiments. The end point was successful patch attachment. We acknowledge that the sample sizes are small due to tissue and animal availability; however, we believe that we have sufficient data to demonstrate the feasibility of the approach.
Demonstration of representative clinical applications ex vivo and in vivo
In vivo. PGSU patches (200 mm thick, 4 mm in diameter) were attached to subcutaneous tissue (n = 5), abdomen (n = 2), or heart (n = 2) of Sprague-Dawley rats by activating a layer of precoated HLAA with a miniaturized device connected to a UV light source (OmniCure S2000, Lumen Dynamics Group Inc.) for 15 s at 100% intensity with a filter in the range of 320 to 390 nm. Patches attached to the abdominal subcutaneous tissue (n = 5 at days 1, 7, and 14) were compared to suturebased attachment for pull-off force. A microgripper was used to grasp the patch at one edge, and standard pull-off adhesion testing was performed on an Instron 5566 (100-N load cell). Patches on abdominal subcutaneous tissue and the heart were processed for histology (n = 2 at days 1, 7, and 14) and hematoxylin and eosin staining.
Ex vivo. Fresh whole porcine hearts (n = 3) were used to demonstrate procedural steps. Steps were performed (i) under direct vision with ventricular walls removed (n = 2) or (ii) blindly (n = 1). To simulate the pressurized heart, a fresh porcine heart was explanted (Fig. 4C) , both the aortic valve leaflets were removed, and the pulmonary artery and aorta were securely connected to saline columns at 20 and 100 mmHg, respectively. Echocardiography was used to image the procedure. The procedure was then performed in a porcine carcass to evaluate patch attachment to the innermost layer of the abdominal wall (parietal peritoneum). A midline incision of the abdominal wall was performed to visualize the procedure. A 6-mm incision was made on the skin of the abdomen, and a subcutaneous tunnel was created to facilitate device insertion (Fig.  4D) . Fresh porcine stomach (n = 2) was used for testing procedural feasibility and patch attachment to the outer surface of the stomach. In an animal carcass, an incision of 5 mm was made on the anterior free wall of the stomach to represent a peptic ulcer. The device was inserted through the esophagus, and the patch was attached to the outer wall.
To represent a distended stomach, a second stomach was explanted and mounted on a hanging support. The patch was adhered with the catheter (Fig. 4E) . HLAA (1 ml) was added to the valve in the patch from the outside with a syringe and cured directly with the fiber optic from the device to seal. The organ was filled to capacity (>1 liter).
Pull-off and burst pressure testing Isolated fresh porcine abdominal wall, stomach, and cardiac tissue (n = 3) samples were collected from euthanized pigs. A PGSU patch (200 mm thick, 20 mm in diameter) was attached to the tissue by activating a layer of precoated HLAA with the device (120-s activation at 3-N preload) connected to a UV light source (OmniCure S2000, Lumen Dynamics Group Inc.) at 100% intensity with a filter in the range of 320 to 390 nm. The tissue samples were kept wet with saline throughout the testing. Standard pull-off adhesion testing was performed on an Instron 5566 (1-kN load  cell) . Briefly, the adherent PGSU patch was attached to a flat probe using cyanoacrylate glue (Loctite 4601), a compressive preload of 1 N was applied for 5 s, and the patch was pulled off at a rate of 8 mm/min. For preload testing, testing on epicardium was repeated after adhesion with various preloads (1, 3, and 5 N applied with the tensile tester). Further pull-off testing was performed with identical patches and fresh porcine endocardial and epicardial tissue and as previously described (18) . Burst pressure testing was performed on porcine myocardium with the HLAA-coated PGSU patch as described in Supplementary Materials.
In vivo porcine testing
The animal protocol was reviewed and approved by the Boston Children's Hospital Institutional Animal Care and Use Committee. All animals received humane care in accordance with the Guide for the Care and Use of Laboratory Animals recommended by the U.S. National Institutes of Health (NIH). Yorkshire female pigs weighing 40 to 50 kg were used. Briefly, a right-side anterolateral thoracotomy was performed, in the fourth intercostal space, and the pericardium was opened. Two concentric pursestring sutures (3-0 polypropylene) were placed on the right ventricular wall for the device insertion. Echocardiography was used for imaging. No cardiopulmonary bypass was used. The device was inserted and advanced through the interventricular septum into the LV (to create the VSD), then retracted into the RV, and the procedural steps previously described were carried out.
Statistical methods
Data sets are included in tables S1 to S8. GraphPad Prism software was used for statistical analysis and graphs. For each data set, a histogram was first constructed to assess the distribution of the data, and summary statistics, including the mean and median, were calculated. For non-normally distributed data, a two-tailed Mann-Whitney test was used for pairwise comparisons (with Dunnetts's post hoc test), and Kruskal-Wallis oneway analysis for multiple comparisons (with Dunn's post hoc test). Results were considered significant when a P value of ≤0.05 was obtained, and the a level was adjusted for multiple comparisons.
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